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258 W. Turbo, San Antonio, TX, 78216 Phone:210-308-0675 Fax:210-308-8730

Contact*:

Customer*:

Jeff Verhulst

Analytical Results

PO Box 668

Genesco, NY, 14454
855 260 9676Phone*:

Fax*:

23-287792Report Number:
Report Date:

06/07/2023Samples Received:
Start of Testing:
PO Number:

Worm Power

06/07/2023

06/10/2023

Billing
Code

Sample Date* Sample
Number Sample Description*    Analysis - FSNS Method

Number Result Units

ECH7134 05/30/2023 001 WPLEXTRACT230513 E. coli O157:H7 (GDS - Modified) 30g Negative 30 gram

Composite: None
ECH7136 05/30/2023 001 Enterohaemorrhagic Escherichia coli

(EHEC) 30g
Negative 30 gram

COL08 05/30/2023 001 Coliform - Fecal MPN FSNS # 1007.1
(FDA-BAM)

<3.0 MPN/g

SAL130 05/30/2023 001 Salmonella (PCR-BAX Modified) 30g Negative 30 gram

ECH7134 05/30/2023 002 WPLEXTRACT230524 E. coli O157:H7 (GDS - Modified) 30g Negative 30 gram

Composite: None
ECH7136 05/30/2023 002 Enterohaemorrhagic Escherichia coli

(EHEC) 30g
Negative 30 gram

COL08 05/30/2023 002 Coliform - Fecal MPN FSNS # 1007.1
(FDA-BAM)

<3.0 MPN/g

SAL130 05/30/2023 002 Salmonella (PCR-BAX Modified) 30g Negative 30 gram

Sample Temperature Upon Receipt: 28.1 deg C

Remarks:

All results contained in the above report relate only
to the items tested. All samples received in
satisfactory condition unless noted otherwise. *The
indicated information has been provided by the
client to FSNS.

For Questions or Comments Contact:
San Antonio Lab Management
210-308-0675 or SATLabManagement@FSNS.com

First Approval By: Dezeray Villarreal

Signature:

Leonardo TambungaSecond Approval By:

Signature:


